CAP interlaboratory survey of analytic balances.
An interlaboratory survey of analytic balances was performed using aluminum oxide spheres weighing about 525 mg each. Results in 82 of the 83 laboratories completing the survey suggest that for this weight level, the error would not exceed +/-0.3% in 19 of 20 weighings; or +/-0.4% in 997 of 1,000. Discussions concerning components contributing to the variance are included.